Battery power comparison to charge medical devices in developing countries.
Many people in developing countries cannot afford or rely on certain modes of electricity. We establish the reasonability of relying on lead-acid batteries, 9 V alkaline batteries, and lithium-ion batteries for charging low-voltage medical equipment. Based on the research and tests we conducted, we determined that using these battery types to charge medical devices truly is a reasonable solution.